
Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Cenification File No.
Lineariry File No.:
Solution Filc No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7r:
Solution Control Lot:

Function

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02859 Calib. Date: 0411112019
02860 Cerr. Dare: 0411112019
02861 Lin. Dare: O4llt 12019
02901 Soln. Date: 07 /2412019
02901 File Date: 0712412019

Model No.: CU,34

Serial No.: ARUM-0051

Calib. No.: 00037
Cen. No.: 00033
Lin. No.: 00032
Soln. No.: 00316

Serial No.: DDUN 53-0339
Expires: 0911712020

Bonle No.: 1287

Commcnt(s)
or Error(s)

MI:J
l9l
0712412019

WET
0.1007o
18290

Ambient Air Blank
Conrrol I EC
Control l lR
Ambient Air Blank
Control 2 EC
Control 2lR
Ambient Air Blank
Control 3 EC
Control 3IR
Ambicnt Air Blank

Time
HH:MM
00:05D
00:05D
00:05D
00:06D
00:06D
00:06D
00:07D
00:07D
00:07D
00:08D

Temperature
Simulator ('C)

33.9'C
33.9'C

*:TE TEST PASSED ++*
*** TEST PASSED 18*

33.9'C
33.9 " C

+*+ TEST PASSED +**
*** TEST PASSED **X

33.9" C

33.9"C

All r(\ls wilhin acccplablc rolcranc,

On this date, I installed the above indicared "NEW SOLUTION' in acordance with
Alcotcst 7110 operator training and procedures esrablished by the (NJSP) Chief Forensic Scienrisr

Changed By:
l-ast Namc: PENNING N First Namc: MICHAEL

Signatu re r ?
Badge No
Date:

*** TEST PASSED **+
++* TEST PASSED X**

Result
VoBAC
0.0007o
0.0964o
0.0977o
0.00070
0.096Va
0.0967o
0.0007o
0.09670
0.097 7o

0.0007o



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Cenification File No
Linearity File No.:
Solution File No.:
Scquential File No.:

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02859 Calib. Date: 04lll12019
02860 Cert. Date: 04lll12019
02861 Lin. Date: O4ll1/2O19
02899 Soln. Date: 0711912019
02899 File Date: 07 11912019

Serial No.: ARUM-0051

Calib. No.: 00037
Cen. No.: 00033
Lin. No.: 00032
Soln. No.: 00315

Calibrating Unit:
Control Solulion 7r:
Solution Control Lot;

Function

WET
0.l00Vo
18290

Modcl No.: CU 3,1 Serial No.: DDUN 53-0339
Expires: 0911712020
Bottle No.: 1054

Comment(s)
or Error(s)

MI:M

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2lR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air BIank

Result
ToBAC
0.0007o
0.1017o
0.0997o
0.0007o
0.1009o
0.1007o
0.00070
0.0997o
0.0987o
0.00070

Time
HH:MM
15:28D
15:28D
15:28D
15:29D
15:30D
l5:30D
l5:30D
15:31D
15:31D
15:31D

Temperature
Simulator ("C)

34.0. C

34.0 " C

,kx,k TEST PASSED *r<*
X** TEST PASSED 

'<*X

33.9'C
3 3.9'C

+++ TEST PASSED ***
*** TEST PASSED +++

33.9" C

33.9'C
*** TEST PASSED i<*i(

+++ TEST PASSED E++

7029
07 fi912019

All tests within acceptable tolerance

On this date. I insralled rhe above indicared "NEW SOLUTION, in acordance with
Alcorest 7110 operator rraining and procedures esrablished by rhe (NJSP) Chief Forensic Scientisr

Changed By:
Last Name: GAMBONE First Namc: BRIAN

Signature I oa
Badge No
Date:



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Ccnification File No.:
Lincarity File No.:
Solution File No.:
Scquential File No.:

Alcotest 7l l0 MKIII-C
PENNSAUKEN TVr'SP. P.D.
02859 Calib. Date: 0411112019
02860 Cert. Date: 0411112019
02861 Lin. Date: 04/1112019
02893 Soln. Date: 0610212019

02893 File Datc: 0610212019

Serial No.: ARtrM-0051

Calib. No.: 00037
Cert. No.: 00033
Lin. No.: 00032
Soln. No.: 00314

Calibrating Unit:
Control Solution 7r:
Solution Control Lot

Fuoction

WET
0.1007o
18290

Model No.: CU-3.1 Serial No.: DDUN 53-0339
Expires: 0911712020
Bottle No.: I 157

Comment(s)
or Error(s)

MI:V

Ambient Air Blank
Control I EC
Control 'l IR
Ambient Air Blank
Control 2 EC
Control 2lR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
ToBAC
0.000Vo
0.0987o
0.0987o
0.000Vo
0.097Vo
0.097 7o

0.0007a
0.0977o
0.0987o
0.000Vo

Time
HH:MM
02:39D
02:39D
02:.39D
02 40D
02:41D
02:41D
02:41D
02 42D
02:42D
02:43D

Temperature
Simulator ("C)

34.0.C
34.0'C

34.0'C
34.0.C

*** TEST PASSED ***
+++ TEST PASSED *+*

ETT TEST PASSED TB+

*** TEST PASSED ***

34.0"C
34.0'C

+++ TEST PASSED +++
*++ TEST PASSED ***

On this date. I insralled thc above indicated "NEW SOLUTION" in acordancc with
Alcotest 7110 opcrator training and procedures established by the (NJSP) Chief Forensic Scienrisr.

Changed By:
Last Name: BRISTOW First Name: MARK

Signature: -rL #aa Badge No
Date:

zz7
06t02t2019

All tests within acceptablc tolerance.

* 7



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Ccrtification Filc No. :

Linearity File No.:
Solution File No.:
Scquential Filc No.:

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02859 Calib. Date
02860 Ccn. Date:
02861 Lin. Date:
02888 Soln. Date:
02888 Filc Date:

Serial No.: ARUM-0051

Calibrating Unit:
Control Solution 70:

Solution Control Lot:

Function

WET
0.1007o
18290

04ltU20t9
04111t2019
o411112019

05126t2019
05t26t2019

Temperaturc
Simulator ('C)

Calib. No.: 00037
Cen. No.: 00033
Lin. No.: 00032
Soln. No.: 00313

Ambient Air Blank
Control 1EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
VoBAC
0.0O07o

0.0977o
0.0987o
0.000Vo
0.0967o
0.09770
0.0007o
0.0967o
0.098Vo
0.0007o

Time
HH:MM
05:36D
05:36D
05:36D
05:37D
05:38D
05:38D
05:39D
05:39D
05:39D
05:40D

Model No.: CU 34 Serial No.: DDUN 53-0339
Expires: 0911712020
Bottle No.: 0931

Comment(s)
or Error(s)

MI: J

Badgc No.: 205
Date: 05126/2019

34.0"C
34.0'C

+++ TEST PASSED ++*
*** TEST PASSED 'I'I*

34.0.C
34.0'C

EE8 TEST PASSED X+*
X*X TEST PASSED ***

34.0'C
34.0'C

+** TEST PASSED +**
+** TEST PASSED ***

All tests within acceptable tolerance.

On this dale. I installed the above indicated "NEW SOLUTION" in acordance wirh
Alcotest 7110 operator training and procedures establishcd by the (NJSP) Chicf Forensic Scienrisr.

Changed By:
Last Name: HURLEY First Name: R

R Fzx
Signature:

'*l



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Certification File No. :

Linearity File No.:
Solution File N()-:

Sequential File No.:

Calibrating Unit:
Control Solution 70:

Solution Control Lot:

Function

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02859 Calib. Date: 04111/2019
02860 Cert. Date: 04111/2019
02861 Lin. Date: 04/1112019
02882 Soln. Dare: 0511812019
02882 File Dare: 05/1812019

Model No.: CU-34

Scrial No.: ARUM-0051

Calib. No.: 00037
Ccrt. No.: 00033
Lin. No.: 000-12

Soln. No.: 00312

Scrial No.: DDUN 53-0339
Expires: 0911712020
Bottle No.: 0959

Comment(s)
or Error(s)

+i({< TEST PASSED ***
,(** TEST PASSED +++

Ml: -

Badge No.: 216
Datc: 0511812019

WET
0.l00Vo
18290

Ambient Air Blank
Control 1 EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3lR
Ambient Air Blank

Result
?oBAC
O.0007o
0.0987o
0.097?o
0.0007o
0.0977o
0.09'7?o

0.0007o
0.09770
0.097?o
0.0007o

Time
HH:MM
00:02D
00:02D
00:02D
00:03D
00:04D
00:04D
00:04D
00:05D
00:05D
00:06D

Temperature
Simulator ("C)

34.0'C
34.0'C

34.0"C
34.0'C

xr.r. TEST PASSED +**
+r+ TEST PASSED ++*

34.0'C
34.0"C

X** TEST PASSED **+
*r+ TEST PASSED r**

All tests within acccptable tolerancc.

On this dalc. I in-(ralled rhc above indicalcd "NEW SOLUTION" in acordancc \\'irh
Alcotest 71 10 operaror rraining and procedures cstablished by rhe (NJSP) Chief Forensic Scicntist.

Changed Bv:
Last Namc: KUCHMEK First Name: JOSEPH

Signature: (-,0



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Certification File No
Linearity File No.:
Solution File No.:
Sequential File No.:

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02859 Calib. Date: 0411112019
02860 Cert. Date: 0411112019
02861 Lin. Date: O4lll l21l9
02875 Soln. Date: 0510412019
02875 File Date: 0510412019

Scrial No.: ARUM-0051

Calib. No.: 00037
Ccn. No.: 00033
Lin. No.: 00032
Soln. No.: 0031I

Scrial No.: DDUN 53 0339
Expircs: 09117/2020
Bottlc No.: 1403

Comment(s)
or Error(s)

MI:

Calibrating Unit:
Control Solution 70:
Solution Control I-ot:

Funclion

WET
0.10040
18290

Model No.: CU-3.1

Ambient Air Blank
Control 1EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
ToBAC
0.0009o
0.09870
0.097Vo
0.0007o
0.09740
0.0987o
0.0007o
0.0977o
0.09870
0.00070

Time
HH:MM
03: l5D
03:l6D
03:l6D
03:17D
03:17D
03:l7D
03:l8D
03:l8D
03: l8D
03:19D

Tempcrature
Simulator ('C)

34.0"C
34.0.C

*** TEST PASSED ***
+++ TEST PASSED +++

34.0'C
34.0'C

x** TEST PASSED **x
i(r.E TEST PASSED r*r

34.0'C
34.0'C

*** TEST PASSED +*+
*** TEST PASSED ++*

All tests within acceptablc tolerance.

On this date, I installed the above indicated "NEW SOLUTION' in acordancc wirh
Alcotest 7l l0 operator lraining and proccdures established by the (NJSP) Chicf Forensic Scientist.

Changed By:
Last Namc: KUCHMEK First Name: JOSEPII

Signature: 2/
Badge No.: 216
Dare: 0510412019

v



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Certification File No.;
Linearity File No.:
Solution File No.:
Sequential Filc No.:

Calibrating Unit:
Control Solution 7o:

Solution Conlrol Lor:

Function

Ambient Air Blank
Control I EC
Control I IR
Ambient Air Blank
Conrol 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 lR
Ambient Air Blank

Signaturc

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02859 Calib. Date: O4l11l21t9
02860 Cert. Date: 0411112019
02861 Lin. Date: 0411112019
02865 Soln. Date: 0411312019
02865 File Date: 0411312019

Modcl No.: CU-3,1

Scrial No.: ARUM-0051

Calib. No.: 00037
Ccn. No.: 00033
Lin. No.: 00032
Soln. No.: 00310

Scrial No-: DDUN 53-0339
Expircs: 0911712020
Bottlc No.: 1399

Comment(s)
or Error(s)

Ml: J

Badgc No.: 191

Datc: 0411312019

WET
0.100V0
18290

Result
ToBAC
0.00OVo

0.10070
0.0987o
0.0007o
O.0979o

0.0997o
0.00070
0.0977o
O.098Vo

0.0007o

Time
HH:MM
0l:53D
0l:53D
0l:53D
01;54D
01:55D
0l:55D
0l:55D
01:56D
01:56D
01:57D

Temperature
Simulator ('C)

34.0.C
34.0. C

*** TEST PASSED *r.*
*** TEST PASSED f"E

34.0"C
34.0"C

+++ TEST PASSED **x

'.'.* TEST PASSED i.*8

34.0'C
34.0.C

On this date, I installed the above indicared 'NEW SOLUTION,' in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Namc: PENNIN N First Namc: MICHAEL

**+ TEST PASSED +++
*** TEST PASSED 

'<++

All tests within acceptable tolerance.



Calibrating Unit
New Standard Solution Report

Equipment
Incation:
Calibration File No.:
Certification File No. :

Linearity File No.:
Solution File No.:
Sequentiat File No.:

Calibrating Unit:
Control Solution 70:

Solution Control Lot:

Function

Ambient Air Btank
Control 1 EC
Control 1IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P-D-
02804 Calib. Date: 1012412018
02805 Cert. Date: lol24l^ltg
02806 Lin. Date: 1012412018
02853 Soln. Date: 0313012019
02853 File Date: 0313012019

Model No.: CU-34

Scrial No.: ARUM-0051

Calib. No.: 00036
Cen. No.: 00032
Lin. No.: 00031
Soln. No.: 00308

Scrial No.: DDUN 53-0338
Expires: 0911712020
Bottle No.: 0935

Comment(s)
or Error(s)

*** TEST PASSED ***
*++ TEST PASSED ***

rrE TEST PASSED ++*
*** TEST PASSED x*x

++* TEST PASSED ***
r++ TEST PASSED +i*

MI: V

WET
0.100%o

18290

Result
ToBAC
O.000Vo

0.0997o
0.10070
0.oo0?o
0.0977a
O.1007o
O.000Vo

0.0977o
0.1007o
0.00070

Time
HH:MM
05:35S
05:35S
05:35S
05:36S
05:37S
05:375
05:38S
05:38S
05:38S
05:39S

Temperaturc
Simulator ('C)

34.0" C
34.0" C

34.0'C
34.0"C

34.0" C
34.0'C

All tests within acceptable tolerance.

On this date, I installed the above indicared "NEW SOLUTION' in acordancc with
Alcotest 7l l0 operator training and procedurcs established by the (NJSP) chicf Forensic scientisr.

Changed By:
Last Name: BRISTOW First Name: MARK

Signature:
Badge No.
Datc:

227
0313012019

-J_



Calibrating Unit
New Standard Solution Report

Equipment
l,ocation:
Calibration File No.;
Certification File No.
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:

Solution Control Lot:

Function

Ambient Air Blank
Control I EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Conrol 2 IR
Ambient Air Blank
Control 3 EC
Controt 3 IR
Ambient Air Blank

Signature:

34.0'C
34.0"C

**t TEST PASSED +++
+** TEST PASSED *XX

**+ TEST PASSED **X
*** TEST PASSED r++

Badge No.: 216
Date; 0312012019

Almtest 7110 MKIII-C
PENNSAUI(EN TWSP. P.D.
02804 Calib. Date: 1012412018
02805 Cert. Dare: 10124/2018
02806 Lin. Date: 10lz4l20tg
02846 Soln. Date: 0312012019
02846 File Date: 0312012019

Model No.: CU-34

Serial No.; ARUM-0051

Calib. No.: 00036
Ccrt. No.: 00032
Lin. No.: 00031
Soln. No.: 00307

Serial No.: DDUN 53-0338
Expires: O9l17lZ0Z0
Bottle No.: 1408

Comment(s)
or Error(s)

WET
0.l00Vo
't8290

Result
ToBAC
0.OOO7o

0.099Vo
O.1007a
0.0007o
0.097Vo
0.1007o
0.000Vo
O.0987a
0.1007o
0.0007o

Time
HH:MM
02:.255
02:25S
02:25S
02:265
02:275
02:275
O2:275
02:28S
02:28S
02:295

34.0.C
34.0.C

Temperaturc
Simulator ('C)

34.0.C
34.0.C

*** TEST PASSED ***
*** TEST PASSED X',*

All tests within acceptable tolerance

On this date, I installed the above indicated'NEW SOLUTION" in acordancc with
Alcotest 7110 operator training and procedures established by the (NJSP) Chicf Forcnsic Scientisr

Fint Name: JOSEPII MI

/1"

Changed By:
Last Name: KUCHMEK

,/l 1

Y



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII4
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02804 Calib. Date: 10l24lZO1B
Certification File No.: 02805 Cert. Date: 10l24l2ot\
Linearity File No.: 02806 Lin. Dare: tol24l2o1a
Solution File No.: 02841 Sotn. Date: O2t2312019
Sequential File No.: 02841 File Date: 0ZlZ3l2O19

Model No.: CU-34

Scrial No.: ARUM 0051

Calib. No.: 00036
Cert. No.: 00032
Lin. No.: 00031
Soln. No.: 00306

Serial No.: DDUN 53-0338
Expires: 0311312020
Bottle No.: 0308

Comment(s)
or Error(s)

*** TEST PASSED **+
*** TEST PASSED ***

*** TEST PASSED +**
**+ TEST PASSED ***

MI:J
Badge No.: l9l
Date: 0212312019

Calibrating Unit;
Control Solution 70:

Solution Control lnt:

Function

Ambient Air Blank
Control 1 EC
Control I lR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Conrrol 3 IR
Ambient Air Blank

Last Name

Signature:

: PENNIN TO

WET
0.1007o
18090

Result
ToBAC
0.000Vo
0.1007o
0.10070
0.O007o

0.0987o
O.1009o
0.000Vo
0.09870
0.1017o
0.000Vo

Time
HH:MM
0l:24S
01:25S
01:25S
01:265
01:265
01:265
01:.275
01:28S
01:28S
01:29S

Temperature
Simulator ("C)

34.0"C
34.0.C

34.0'C
34.0"C

34.0" C
34.0'C

*x1. TEST PASSED **x
*** TEST PASSED f+*

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION', in acordance with
Alcotest 7110 operator training and procedures established by the (NJSp) chief Forensic Scientisr.

Changed By:
Fint Name: MICHAELI



Calibrating Unit
New Standard Solution Report

Model No.: CU-34

Serial No.: ARUM-0051

Calib. No.: 00036
Cen. No.: 00032
Lin. No.: 00031
Soln. No.: 00305

Scrial No.: DDUN 53-0338
Expires: 0311312020
Bottle No.: 0493

Comment(s)
or Error(s)

Calibrating Unit:
Control Solution 7o:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Btank
Control 3 EC
Control 3 IR
Ambient Air Blank

Signature:

WET
0.100Vo
18090

Result
VoBAC
0.000Vo
0.1007o
0.1017o
0.000Vo
0.098Vo
0.1007o
0.000Vo
0.0987o
0.lo07o
0.0007o

Time
HH:MM
12: 135
12: 145
l2:145
l2:155
12: 155
12:155
l2:165
12:.175
12:17S
12: 18S

34.0"C
34.0'C

Tempcraturc
Simulator ('C)

34.0.C
34.0"C

8** TEST PASSED ***
*II TEST PASSED ***

34.0"C
34.0"C

*rE TEST PASSED r**
++* TEST PASSED x**

+** TEST PASSED 
'(XXi<+* TEST PASSED +++

Badge No.: 149
Datc: 0112812019

Atl tests within acceptable tolerance.

On this date, I installed the above indicated'NEW SOLUTION', in acordance with
Alcotest 7110 operator training and procedures established by the (NJSp) chief Forcnsic Scientist.

Changed By:
Last Name: HENKEL First Name: GERALD MI: F.

Equipment Alcorest 7110 MKIII-C
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02804 Calib. Date: 1012412018
Certification File No.: 02805 Cert. Date: t0l24l2\'t\
Linearity File No.: 02806 Lin. Date; 10l24lZOtB
Solution File No.: 02835 Soln. Date: 0llz8la0t9
Sequential File No.: 02835 File Date: 0112812019


