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THANK YOU FOR PURCHASING THIS  
ASTRONICS TEST SYSTEMS PRODUCT 

For this product, or any other Astronics Test Systems product that incorporates software drivers, 
you may access our web site to verify and/or download the latest driver versions. The web address 
for driver downloads is: 

http://www.astronicstestsystems.com/support/downloads 

 

If you have any questions about software driver downloads or our privacy policy, please contact us 
at: 

atsinfo@astronics.com 

 

WARRANTY STATEMENT 

All Astronics Test Systems products are designed to exacting standards and manufactured in full 
compliance to our AS9100 Quality Management System processes. 

This warranty does not apply to defects resulting from any modification(s) of any product or part 
without Astronics Test Systems express written consent, or misuse of any product or part.  The 
warranty also does not apply to fuses, software, non-rechargeable batteries, damage from battery 
leakage, or problems arising from normal wear, such as mechanical relay life, or failure to follow 
instructions. 

This warranty is in lieu of all other warranties, expressed or implied, including any implied warranty 
of merchantability or fitness for a particular use.  The remedies provided herein are buyer’s sole 
and exclusive remedies. 

For the specific terms of your standard warranty, contact Customer Support.  Please have the 
following information available to facilitate service.  

1. Product serial number 
2. Product model number 
3. Your company and contact information 

You may contact Customer Support by: 

E-Mail:   atshelpdesk@astronics.com 
Telephone:  +1 800 722 3262  (USA) 
Fax:   +1 949 859 7139  (USA) 

http://www.astronicstestsystems.com/support/downloads
mailto:atsinfo@astronics.com
mailto:atshelpdesk@astronics.com


 

 

RETURN OF PRODUCT 

Authorization is required from Astronics Test Systems before you send us your product or sub-assembly for 
service or calibration.  Call or contact Customer Support at 1-800-722-3262 or 1-949-859-8999 or via fax at 1-
949-859-7139.  We can also be reached at: atshelpdesk@astronics.com.  

If the original packing material is unavailable, ship the product or sub-assembly in an ESD shielding bag and 
use appropriate packing materials to surround and protect the product. 

 

PROPRIETARY NOTICE 

This document and the technical data herein disclosed, are proprietary to Astronics Test Systems, and shall 
not, without express written permission of Astronics Test Systems, be used in whole or in part to solicit 
quotations from a competitive source or used for manufacture by anyone other than Astronics Test Systems.  
The information herein has been developed at private expense, and may only be used for operation and 
maintenance reference purposes or for purposes of engineering evaluation and incorporation into technical 
specifications and other documents which specify procurement of products from Astronics Test Systems. 

 

TRADEMARKS AND SERVICE MARKS 

All trademarks and service marks used in this document are the property of their respective owners. 

• Racal Instruments, Talon Instruments, Trig-Tek, ActivATE, Adapt-A-Switch, N-GEN, and PAWS are 
trademarks of Astronics Test Systems in the United States. 

 

DISCLAIMER 

Buyer acknowledges and agrees that it is responsible for the operation of the goods purchased and should 
ensure that they are used properly and in accordance with this document and any other instructions provided 
by Seller.  Astronics Test Systems products are not specifically designed, manufactured or intended to be 
used as parts, assemblies or components in planning, construction, maintenance or operation of a nuclear 
facility, or in life support or safety critical applications in which the failure of the Astronics Test Systems 
product could create a situation where personal injury or death could occur.  Should Buyer purchase Astronics 
Test Systems product for such unintended application, Buyer shall indemnify and hold Astronics Test 
Systems, its officers, employees, subsidiaries, affiliates and distributors harmless against all claims arising out 
of a claim for personal injury or death associated with such unintended use. 

 

mailto:atshelpdesk@astronics.com


FOR YOUR SAFETY 

Before undertaking any troubleshooting, maintenance or exploratory procedure, read carefully the 
WARNINGS and CAUTION notices. 

 

 

This equipment contains voltage hazardous to 
human life and safety, and is capable of inflicting 
personal injury. 

 

If this instrument is to be powered from the AC line (mains) through an autotransformer, 
ensure the common connector is connected to the neutral (earth pole) of the power 
supply. 

 

Before operating the unit, ensure the conductor (green wire) is connected to the ground 
(earth) conductor of the power outlet.  Do not use a two-conductor extension cord or a 
three-prong/two-prong adapter.  This will defeat the protective feature of the third 
conductor in the power cord. 

 

Maintenance and calibration procedures sometimes call for operation of the unit with 
power applied and protective covers removed.  Read the procedures and heed warnings 
to avoid “live” circuit points. 

 

Before operating this instrument: 

1. Ensure the proper fuse is in place for the power source to operate. 

2. Ensure all other devices connected to or in proximity to this instrument are properly grounded or 
connected to the protective third-wire earth ground. 

If the instrument: 

 - fails to operate satisfactorily 
 - shows visible damage 
 - has been stored under unfavorable conditions 
 - has sustained stress 

Do not operate until performance is checked by qualified personnel. 

 



 

NOTE FOR SYSTEMS WITH 1260-OPT 01T 

The “Module-Specific Syntax” section of this manual shows the command syntax for the 1260-01S 
Smart Card.  If you are using the newer 1260-01T Smart Card, the commands will NOT work as 
shown. 

Consult the 1260-01T Manual for a description of the commands that may be used with the 1260-
01T Smart Card. 

The channel numbers described in this manual are valid for the 1260-01T.  The 
channel numbers continue to be used for the 1260-01T. 

The syntax of the commands that use channel numbers has changed for those cards controlled by 
the 1260-01T. 

The new syntax used to close a channel is: 

 CLOSE (@ <module address> ( <channel> ) ) 

For example, for a relay module whose <module address> is set to 7, closing <channel> 0 is 
performed with the command: 

 CLOSE (@7 (0)) 

Using the older 1260-01S, the command would be (as shown in this manual): 

 CLOSE 7.0 

Many other command syntax differences exist.  Please consult chapter 2 of the 1260-01T 
manual for a description of the commands that are available for the 1260-01T. 

 



Control Information for the 1260-39 

The following information describes the control-register-to-relay-channel mapping for a 1260-39 
Relay Module.  This information may be used to control a 1260-39 when using a 1260-01T in the 
register-based mode of operation. 

Each relay on this module is controlled by setting or clearing a single bit within a Control Register.  
Control Registers on the module operate 8 channels simultaneously.  There are eight control bits 
per Control Register.  Setting the bit to a 1 closes the relay; setting the bit to a 0 opens the relay. 

The table below shows the mapping from logical channels to control bits.  The logical channels are 
used when operating the relay module in message-based mode. The control bits within the Control 
Registers are used to operate the module in register-based mode. 

Each Control Register is located 2 addresses from the previous Control Register.  That is, each 
Control Register is located at an odd address.  This is shown in Table 2-2 of the 1260-01T manual.  
Control Register 0 is located at the “Base A24 Address” for the module.  Consult the “Register-
Based Operation” Section of Chapter 2 of the 1260-01T manual for a description of calculating 
control register addresses. 

 

Channel Control Register Control Bit 
0 9 0 
1 9 1 
2 9 2 
3 9 3 
4 9 4 

1000 0 0 
1001 0 1 
1002 0 2 
1003 0 3 
1004 0 4 
1005 0 5 
1006 0 6 
1007 0 7 
1008 1 0 
1009 1 1 
1010 1 2 
1011 1 3 
1012 1 4 
1013 1 5 
1014 1 6 
1015 1 7 
1016 2 0 
1017 2 1 
1018 2 2 
1019 2 3 
1020 2 4 
1021 2 5 
1022 2 6 
1023 2 7 
1024 3 0 
1025 3 1 
1026 3 2 
1027 3 3 
1028 3 4 
1029 3 5 
1030 3 6 
1031 3 7 
1032 4 0 



 

Channel Control Register Control Bit 
1033 4 1 
1034 4 2 
1035 4 3 
1036 4 4 
1037 4 5 
1038 4 6 
1039 4 7 
1040 5 0 
1041 5 1 
1042 5 2 
1043 5 3 
1044 5 4 
1045 5 5 
1046 5 6 
1047 5 7 
2000 6 0 
2001 6 1 
2100 6 2 
2101 6 3 
2200 6 4 
2201 6 5 
2300 6 6 
2301 6 7 
2400 7 0 
2401 7 1 
2500 7 2 
2501 7 3 
3000 7 4 
3001 7 5 
3002 7 6 
3003 7 7 
3100 8 0 
3101 8 1 
3102 8 2 
3103 8 3 
3200 8 4 
3201 8 5 
3202 8 6 
3203 8 7 
4000 10 0 
4001 10 1 
4002 10 2 
4003 10 3 
4004 10 4 
4005 10 5 
4006 10 6 
4007 10 7 
4010 11 0 
4011 11 1 
4012 11 2 
4013 11 3 
4014 11 4 
4015 11 5 
4016 11 6 
4017 11 7 
4100 12 0 
4101 12 1 
4102 12 2 
4103 12 3 
4104 12 4 
4105 12 5 
4106 12 6 
4107 12 7 
4110 13 0 
4111 13 1 



Channel Control Register Control Bit 
4112 13 2 
4113 13 3 
4114 13 4 
4115 13 5 
4116 13 6 
4117 13 7 
4200 14 0 
4201 14 1 
4202 14 2 
4203 14 3 
4204 14 4 
4205 14 5 
4206 14 6 
4207 14 7 
4210 15 0 
4211 15 1 
4212 15 2 
4213 15 3 
4214 15 4 
4215 15 5 
4216 15 6 
4217 15 7 
4300 16 0 
4301 16 1 
4302 16 2 
4303 16 3 
4304 16 4 
4305 16 5 
4306 16 6 
4307 16 7 
4310 17 0 
4311 17 1 
4312 17 2 
4313 17 3 
4314 17 4 
4315 17 5 
4316 17 6 
4317 17 7 
4400 18 0 
4401 18 1 
4402 18 2 
4403 18 3 
4404 18 4 
4405 18 5 
4406 18 6 
4407 18 7 
4410 19 0 
4411 19 1 
4412 19 2 
4413 19 3 
4414 19 4 
4415 19 5 
4416 19 6 
4417 19 7 
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Chapter 1 
MODULE SPECIFICATION 

Introduction The 1260-39 high-density multi-purpose switch is a multi-channel 
single wire device capable of being configured in many ways. It 
contains 48 SPST switches, 6 SPDT switches, 3-1 x 4 muxes, 5-2 
x 8 matrices and 5 DPST power relays. The unit can be 
configured as any combination of switches as well. For example, 
it can have numerous single pole configurations made up from 
the SPST switches. 

Figure 1-1, 1260-39 
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1260-39 Module 
Specification 

                                                  Signal Relays          Power Relays 

Maximum Switch Power       125VA, 60W           2000VA, 150W 
Maximum Switch Voltage      125VAC, 1 l0VDC    220VDC, 220VAC 
Maximum Switch Current      1A AC, 1A DC           10A AC, 10A DC 

Bandwidth (50Ω)                   > 30MHz                   5KHz 

 Insertion Loss (50Ω) <3dB @ 30 MHz 
                                 <2dB to 10 MHz   2db @ 5KHz 
                                <1dB to 1MHz 

 Crosstalk (50Ω)         <-70dB to 100KHz 
                                 <-60dB to 1 MHz  -5db @ 5KHz 
                                 <-50dB at 10MHz 

 Isolation (50Ω)        > 65dB to 100KHz 
                                 > 55dB to 1 MHZ   -95db @ 5KHz 
                                 >45dB at 10 MHZ 

 Path Resistance      < 1.5Ω       < 1.0Ω 

 Thermal EMF          <20µV 

Impedance 

 Input-Output            50Ω Nominal 

 Input to Chassis         > 2000MΩ 

 Output to Chassis > 2000MΩ 

 Capacitance 

 Channel to Chassis <5pF 

Temperature 

 Operating               00C to +550C 
 Non-Operating        -550C to +750C 

Relative Humidity                95+1-5% RH Non-Condensing <300C 
                                                    75+/5 %RH > 300C 
                                                    45+/5 %RH > 400C 

Altitude 

 Operating             15,000 ft 
 Non-Operating        15,000 ft 

Vibration                            0.0131” double amplitude, 5-55Hz 

Shock, functional                30g, 11 msec, ½ sine wave 
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Bench Handling                  4 inch drop 

Cooling Requirement 
      Without Option 01 installed 
                      Aifflow       2.0 liters/sec 
                    Backpressure 0.05mm H20 

      With Option 01 installed 
                          Airilow       3.0 liters/sec 
                   Backpressure 0.2mm H20 

Power Requirement 
       Without Option 01 installed 
               +5V Static Current, I pm    0.4A 
                 +5V Dynamic Current, I dm 0.075A 

       With Option 01installed 
                +5V Static Current, Ipm                2.SA. 
                 +5V Dynamic Current, Idm 0.225A 
                 +24V Static Current, Ipm       6mA per energized relay 
                 +24V Dynamic Current, Idm 0A 

MTBF 

                       >100,000 Hours, calculated (per MIL-HBK-217, ground  
                       benign, 30 deg. C) 

Weight 

 Without Option 01 installed 3.21b (1.45kg) 
 With Option 01 installed      3.5lb (1.60kg) 

Minimum Option 01 Firmware Revision 29.1 (Rev. T) 

 

Ordering 
Information 

Listed below are part numbers for both the 1260-39 Switch 
Module and available mating connector. 

Item Description Part # 
1260-39 Switch Module 1260-39 Single wire, 1 amp switch 407505 
160-Pin Mating Connector 160-Pin Conn. Kit w/backshell and pins 407407 
Cable Assy, 6ft, sleeved 160-Pin Cable Assy, 6ft, 24GA 407408 
Cable Assy, l2ft, sleeved 160-Pin Cable Assy, l2ft, 24GA 407409 
Additional Manual  980673-043 
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Safety Refer to the “FOR YOUR SAFETY" page preceding the Table of 
Contents. Follow all NOTES, CAUTIONS and WARNINGS to 
ensure personal safety and prevent damage to the instrument. 

 

Product Support Racal Instruments has a complete Service and Parts Department. 
If you need technical assistance or should it be necessary to 
return your product for servicing, contact our Customer Support 
department. 
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Chapter 2 
INSTALLATION INSTRUCTIONS 

Unpacking and 
Inspection 

1. Before unpacking the switching module, check the exterior of 
the shipping carton for any signs of damage. All irregularities 
should be noted on the shipping bill and reported. 

2. Remove the instrument from its carton, preserving the factory 
packaging as much as possible. 

3. Inspect the switching module for any defect or damage. 
Immediately notify the carrier if any damage is apparent. 

4. Have a qualified person check the instrument for safety before 
use. 

 

Reshipment 
Instructions 

1. Use the original packing material when returning the switching 
module to Astronics Test Systems for servicing. The original 
shipping carton and the instrument's plastic foam will provide 
the necessary support for safe reshipment. 

2. If the original packing material is unavailable, wrap the 
switching module in an ESD Shielding bag and use foam to 
surround and protect the instrument. 

3. Reship in either the original or a new shipping carton. 

 

Option 01 
Installation 

Installation of the Option 01 into the 1260-39 is described in the 
Installation section of the 1260 Series VXI Switching Cards 
Manual, under the Option 01 installation section. 
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Module 
Installation 

Installation of the 1260-39 Switching Module into a VXI 
mainframe, including the setting of switches SW1-1 through SW1-
4, 5W2 and 5W3, is described in the Installation section of the 
1260 Series VXI Switching Cards Manual. Configuration of 
switches SWl-5 must be configured in the OFF state, and SW1-6 
must be configured in the ON state. 
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Chapter 3 
MODULE SPECIFIC SYNTAX 

Module 
Configuration 

The 1260-39 is a multiple configuration switch module consisting 
of: 

• 5 Double-Pole Single-Throw (DPST) relays 

• 48 Single-Pole Single-Throw (SPST) relays 

• 6 1x2 1-wire Multiplexer (MUX) relays 

• 3 1x4 1-wire MUX relays 

• 5 2x8 1-wire Matrices 

The 1260-39 is a multi-purpose switch consisting of several 
"blocks," each with different configurations. The first block 
consists of 48 SPST switches that may be software configured to 
operate as SPST's, 2PST's, 3PST's, etc., without the use of 
hardware jumpers. The second block consists of6 - 1X2 muxes 
(SP2T's), that can also be software configured into various 
combinations. The third block consists of 3 - 1X4 muxes (SP4T's), 
also software configurable. The fourth block consists of 5 - 2X8 
matrices, each having two inputs that can be directed to any of 
eight outputs. The last block has 5 DPST power relays capable of 
switching ten amperes per circuit. All switches are passive 
switches, that is they consist of electro-mechanical relays, and 
therefore inputs and outputs are interchangeable. 

Reference should be made to Figure 3-1, 1260-39 Module 
Configuration Block Diagram. 

 

Front Panel 
Connectors 

The 1260-39's front panel connectors are labeled J200, J201, and 
3202. The connector labeled 3200 is 5 x 32 (160-pin) DIN 41 612 
male. The pin numbering is shown in Figure 3-2. 

The connector labeled 3201 is a 34 position connector. It is used 
for the high power (10 Ampere) switching and is a rack and panel 
type. The connector labeled J202 is a 34 pin rack and panel type. 
Signal ground pins are provided for terminating shields and to 
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allow the use of coaxial cable when using higher frequency 
signals (i.e. above 10 MHz). The mapping of channel numbers to 
connector pins and the available mating connector cable are 
given in Table 3-1. 

 

Mating Connectors There are no mating connectors shipped with the 1260-39 
module. Racal Instruments offers the following accessories for 
mating connectors (see ordering information for part numbers): 

- 160-Pin Connector Kit with backshell and pins 

- 160-Pin Cable Assy, 6ft, 24GA 

- 160-Pin Cable Assy, 12ft, 24GA 

The 160-Pin Connector kit consists of a connector housing, 
customized backshell and 170 crimp pins. The backshell design 
has been optimized for system integration. The connector kit has 
been designed for 22 to 26 gauge cable. The crimp pin will lock or 
'click' into the connector housing only when installed correctly. 
The assembler should ensure that the crimp pin is locked by 
tugging on the cable after insertion. 

Mating connectors may be purchased for 3201 and 3202 from the 
following manufacturers: 

 3201 AmpInd. 213300-1 

  Winchester TMRAC 34P JTDH 

 J202 Positronics SGMC34MOE1OOJO 

  Winchester XSRM34PNSS 1000 

The hand crimp tool for loose crimp contacts is Emi Part Number 
014 374. The disassembly tool is Erni Part Number 471 555. 

 

1260-39 Module 
Specific Syntax 

The 1260-39 card supports nearly all of the 1260 commands 
described in Section 3.4 of the 1260 Option 01 manual. The only 
commands which are NOT supported are the READ, WRITE, and 
INCL commands. 

The following 1260 commands use "relay descriptors" to identify 
one or more relays: 

OPEN 
CLOSE 
EXCL 
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SLIST 

Relay descriptors are always unique for each 1260 module. The 
following paragraph describes the relay descriptor syntax for the 
1260-39 module. 

 

1260-39 Relay 
Descriptors 

A "relay descriptor" identifies a relay (or range of relays) to be 
operated. The "relay descriptor" is unique for each 1260 module 
type. 

The "relay descriptor" for the 1260-39 has the form: 

<module address>. <channel range> 

Where: 

<module address> is an integer between 1 and 12, 
inclusive. 

 

 NOTE: 

The <module address> used here is not the VXIbus 
defined Logical Address of the 1260 Series Master. It 
is unique to the 1260 Series and describes the 
switching module in relation to the Master. This 
address corresponds to the binary value of the switch 
setting of SW1 on the switching module PCB. Refer 
to the Installation Section of the 1260 Series VXI 
Switching Cards Manual for more information. 

  

<channel range>      is a single relay, or a list of relays. A 
comma or a hyphen may be used to separate relays in a 
<channel range>. When a comma is used, only the specific 
relays are operated; when a hyphen is used, all relays 
between the relays are operated. 

Each relay is identified by a single 4-digit channel number using 
the format: 

<1 digit relay type> <1 digit selector> <2 digit relay 
identifier> 
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 The valid channels are: 

0000, 0001, 0002, 0003, 0004 5 DPST relays 
1000 through 1047                    48 SPST relays 
2000, 2001                              1st 1x2 MUX 
2100,2101                                2nd 1x2 MUX 
2200, 2201                                3rd 1x2 MUX 
2300, 2301                                4th 1 x2 MUX 
2400, 2401                               5th 1x2 MUX 
2500, 2501                              6th 1x2 MUX 
3000, 3001, 3002, 3003           1st 1x4 MUX 
3100, 3101, 3102, 3103             2nd 1x4 MUX 
3200, 3201, 3202, 3203             3rd 1x4 MUX 
4000 through 4007                  1st 2x8 Matrix, first row 
4010 through 4017                  1st 2x8 Matrix, second row 
4100 through 4107                  2nd2x8 Matrix, first row 
4110 through 4117                   2nd 2x8 Matrix, second row 
4200 through 4207                   3rd 2x8 Matrix, first row 
4210 through 4217                 3rd 2x8 Matrix, second row 
4300 through 4307                   4th 2x8 Matrix, first row 
4310 through 4317                  4th 2x8 Matrix, second row 
4400 through 4407                  5th 2x8 Matrix, first row 
4410 through 4417                   5th 2x8 Matrix, second row 

The first digit of the 4-digit channel number determines which type 
of relay is being operated. If the first digit is a 0, then one of the 
DPST relays is being operated. If the first digit of the channel 
number is a 1, then one of the SPST relays is being operated, 
and so on. 

The second digit of the 4-digit channel number selects one of the 
instances of the type of relay. This can be seen with the 1x2 
MUX, 1x4 MUX, and matrix relays. For example, channel 
numbers 4000 through 4017 identify relays within the first matrix, 
while channel numbers 4100 through 4117 identify relays within 
the second matrix. Likewise, channel numbers 3000 through 3003 
identify relays within the first 1x4 MUX, while channel numbers 
3200 through 3203 identify relays within the third 1x4 MUX. 

The last two digits of the channel number uniquely identify the 
relay to operate. In the case of the matrix relays, the 10's digit 
selects the row of the matrix, while the 1's digit selects the 
column. 
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 NOTE: 

The leading digits may be omitted if 0. That is, for the 
5 DPST relays, channels "0”, “1”, "2'', "3”, and “4” 
are accepted. 

 The following examples, using the CLOSE command, show the 
various formats which are used for 1260-39 relay descriptors. 
Each of the samples below shows a module address of 7 for the 
1260-39; 

 CLOSE 7.0          -- close a DPST relay 
 CLOSE 7.0, 4      -- close the first and last DPST relay 
 CLOSE 7.0-4       -- close all DPST relays 
 CLOSE 7.1000 -- close a SPST relay 
 CLOSE 7.1004,1016,1033 --close3SPSTrelays 
 CLOSE 7.1000-1016,1047 --closethefirstl7,andlastSPST 
                           relays 
 CLOSE 7.4312 -- In the 4th 2x8 matrix, close cross 
                      -- point in second row, third column 
                    -- (row 1, column 2). 

When a channel is closed two front-panel pins are connected. 
(For the DPST relays, two pairs of pins are connected). Refer to 
Tables 3-1 through 3-5 which show channel to front panel pin out 
mapping. 

 

CLOSE Command The CLOSE command is used to close one or more channels. 

Example: 

CLOSE 7.0002 

This CLOSE command will close channel 0002 of the module at 
switch card module address 7. This is one of the 5 DPST relays. 

Example: 

CL 7.4400-4407 

This CLOSE command will close all 8 columns of the first row of 
the fifth 2x8 matrix. 

Example: 

CL 7.1011,2001,3003,4113 
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 This CLOSE command will close channels 1011, 2001, 3003, and 
4113 of the module at switch card module address 7. Channel 
1011 is a SPST relay; channel 2001 is a 1~ MUX relay, channel 
3003 is a 1x4 MUX relay, and channel 4113 is one of the 2x8 
matrix relays. 

Note that channels remain closed until one of the following 
occurs: 

• an OPEN command is used to specifically open the relay 

• a RESET command is executed, opening all relays 

• a VXI Word Serial Clear command is received, opening all 
relays 

• a VXI hard or soft reset is received 

• a relay on the same exclude list (see EXCL Command, 
paragraph 3.2.5) is closed 

• power to the VXI bus chassis is turned off. 

 

OPEN Command The OPEN command is used to open a channel. 

Example: 

OP 7.4014 

This OPEN command will open channel 4014 of the module at 
switch card module address 7. 

Example: 

OP 7.0003-1041 

This OPEN command will open all of the channels between 0003 
and 1041 of the module at switch card module address 7. Since 
channel numbers are taken in increasing order, this includes 
channels 0003, 0004, and 1000 through 1041. 

Example: 

OP 7.4110-4117,4305-4312 

This OPEN command will open all channels between 4110 and 
4117, and all channels between 4305 and 4312. This indicates 
that all relays in the second column of the second 2x8 matrix will 
be opened. In addition, channels 4305 through 4307 plus 



Publication No. 980673-043  Rev. A  1260-39 User Manual 

Astronics Test Systems   Module Specific Syntax 3-7 

channels 4310 through 4312 will be opened. These are the last 
three columns of the first row, and the first three columns of the 
second row of the fourth 2x8 matrix. 

 

EXCL Command The EXCL command is used to define an "exclude group". Two or 
more relays may be defined on a single exclude group. Multiple 
exclude groups may be defined. 

Relays in an exclude group are considered mutually exclusive 
from each other. When a relay in an exclude group is closed, all 
other relays in the same exclude group are opened. 

The EXCL command uses the syntax: 

EXCL <exclude list> [E; <exclude list>] 

Where: 

<exclude list> is a list of two or more relay descriptors. The 
relays do NOT have to be on the same 1260 module, nor do they 
have to be the same type of module. 

Example: 

Assume the 1260 Option 01 controls a 1260-40A card with 
module address 2, and a 1260-39 card with module address 7. 

EXCL 2.0000-0123E;7.1000-1047E;2.0200-0323;7.0-5 

This example defines three exclude groups. The first consists 
solely of 1260-40A relays, channels 0000 through 0123. The 
second consists solely of 1260-39 relays, channels 1000 through 
1047. The third consists of a mix of 1260-40A relays and 1260-39 
relays. 

After an EXCL command is executed, the 1260 Option 01 will 
ensure that at most one relay in any exclude group is closed at 
one time. For example, suppose relay 7.1023 is presently closed. 
Closing relay 7.1000 will cause the 1260 Option 01 to first open 
relay 7.1023 before closing relay 7.1000. Similarly, if relay 7.0004 
is presently closed, then closing relay 2.0319 will cause the 1260 
Option 01 to first open relay 7.0004 before closing relay 2.0319. 
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PDATAOUT and 
PSETUP Module 
Identification 

The first line of the reply to the PDATAOUT and PSETUP 
commands for the 1260-39 shall be: 

xxx. 1260-39 HIGH DENSITY MULTI-PURPOSE SWITCH MODULE 

where: 

XXX is the module address of the 1260-39 ("001" to "012"). All 
other reply lines for these commands shall follow the syntax used 
for all of the other 1260 series relay cards. Note that the lines of 
the reply for the PDATAOUT command will contain relay 
descriptors which follow the syntax described in paragraph 3.2.1. 

 

PDATAOUT 
Command 

The PDATAOUT command causes the specified module to reply 
with a list of relays which are closed on that module. The syntax 
for the PDATAOUT command is: 

PD[ATAOUT] <module list> [ ; <module list>...] 

where: 

 <module list> : := <module> I <module> - <module> 

 <module> : := 1I2I3I4I5I6I7I8I9I10I11I12 

For example: 

PD 1;3-6;9 

causes each of the modules with module addresses 1, 3, 4, 5, 6, 
and 9 to reply with a list of closed relays. 

The reply to the PDATAOUT consists of three or more reply lines, 
each of which are terminated with a carriage return followed by a 
linefeed. A minimum of three reply lines are returned. 

The FIRST line is as follows: 

<module>. 1260-39 HIGH DENSITY MULTI-PURPOSE SWITCH MODULE 

where <module> is the module address of the 1260-39 card 
("000" to "012"). 

 The LAST line is as follows: 

<module>.END 

Note that there is no space character between the period and the 
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"B" of the "END" string. 

Lines 2 through N-i will have the form: 

<module>. [<channel range> [,<channel range> ..]] [,] 

where: 

 <module> : : 001 through 012 

<channel range> ::=     <channel> I <channel> - <channel> 

 <channel> ::- 0000 through 0004 or 
               1000 through 1047 or 
                   2000, 2001, 2100, 2101, etc. 

If there are no closed relays, the second line will consist solely of 
the module addresses and the period. There will be no channels 
listed, and there will be a total of three lines returned. For 
example: 

007.    1260-39 HIGH DENSITY MULTI-PURPOSE SWITCH MODULE 
007. 
007. END 

If the second line can hold all of the closed relays, there will be a 
total of three lines returned. For example: 

007.   1260-39 HIGH DENSITY MULTI-PURPOSE SWITCH MODULE 
007.     0000,1005-1013,2100,2101,4106-4114 
007. END 

if the second line Cannot hold all of the closed relays, the last 
character on the line before the carriage return/linefeed will be a 
comma. This indicates that more data is to follow on the third line. 
If the third line cannot hold all of the remaining closed relays, it 
too will be terminated with a comma, and more data will follow on 
the fourth line. The last line before the "END" line will NOT have a 
comma at the end. For example: 

007.    1260-39 HIGH DENSITY BASIC SWITCH MODULE 
007.    0000,0001,0004,1000,1022-1027,1033,1035,1037,1039,2001, 
007.    2200,2201,3000,3002,3100,3101,3103,3201,3202,4001,4112, 
007.    4310-4313,4317,4401,4406,4410,4413,4417 
007.END 
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PSETUP Command The PSETUP command causes a specified module setup to be 
transmitted to the VXI bus Controller. The syntax used is: 

PS [ETUP] <module address>[;<module address>] [;<module 
address>]   

where: 

<module address> is the switch card address. 

The responses to the PSETUP command for the 1260-39 
consists of three lines. Each line consists of a three-digit module 
address, followed by some information. A sample reply to the 
PSETUP command is shown below: 

007.    1260-39 HIGH DENSITY MULTI-PURPOSE SWITCH MODULE 
007.    BBM 
007.END 

The first line of the response to the PSETUP command is a 
header line. The header describes the model number. 

The second reply line designates the setup mode for scanning. By 
default, this is Break-Before-Make ("BBM"). The other setup 
modes which may be returned on the second line include Make-
Before-Break ('~~B"), and Immediate ("IMM"). The setup mode 
may be changed using the "SETUP" command, described in 
section 3.4 of the 1260 Option 01 manual. 

The last line containing the "END" characters denotes no more 
information to report. 
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Figure 3-1, 1260-39 Module Configuration Block Diagram 
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Figure 3-2, 1260-39 Pin Configuration, Front View 
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Table 3-1. Channel to Connector Pin Mapping for DPST Relays 
Channel Relay Connector In Schematic 

Channel 
Connector Out Schematic 

Channel 
0000 K73 J201-1 (A) CH00581 J201-2 (B) CH0058A 
  J201-3 (C) CH00591 J201-4 (D) CH00S9A 
0001 K74 J201-5 (E) CH00601 J201-6 (F) CH0060A 
  J201-9 (K) C1100611 J201-10 (L) CH0061A 
0002 K75 J201-18 (V) C1100621 J201-16 (T) CH0062A 
  J201-14 (R) CH00631 J201-12 (N) CH0063A 
0003 K76 J201-34(NN) CH00641 J201-30 (JJ) CH0064A 
  J201-22(Z) CH00651 J201-26 (DD) CH0065A 
0004 K77 J201-27 (EE) CH00661 J201-3 1 (KK) CH0066A 
  J201-32 (LL) CH00671 J201-33 (MM) C110067A 

 

 

 

Table 3-2. Channel to Connector Pin-Out Mapping for SPST Relays 
Channel Relay Connector In Schematic 

Channel 
Connector Out Schematic 

Channel 
1000 K1 J200-C32 CH0001I J200-A30 CH0001A 
1001 K2 J200-C31 CH00021 J200-A29 CH0002A 
1002 K3 J200-B32 C1100031 J200-B30 CH0003A 
1003 K4 J200-B3 1 CH0004I J200-B29 CH0004A 
1004 Ks 3200-A32 CH000SI J200-C30 CH0005A 
1005 K6 J200-A3 1 CH00061 J200-C29 CH0006A 
1006 K7 J200-C28 CH00071 J200-E27 CH0007A 
1007 K8 J200-D28 CH00081 J200-C27 CH0008A 
1008 K9 J200-A28 CH00091 J200-A26 CH0009A 
1009 K10 J200-B28 CH00101 J200-E26 CH0010A 
1010 K11 J200-D29 CH0011I J200-C26 CH0011A 
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Table 3-2. Channel to Connector Pin-Out Mapping for SPST Relays (Continued) 
Channel Relay Connector In Schematic 

Channel 
Connector Out Schematic 

Channel 
1011 K12 J200-E29 CH00121 J200-D26 CH0012A 
1012 K13 J200-A24 CH0013I J200-D24 CH0013A 
1013 K14 J200-C25 CH00141 J200-C24 CH0014A 
1014 K15 J200-D25 CH00151 J200-E23 CH0015A 
1015 K16 J200-E25 CHOO16I 3200-B23 CH0016A 
1016 K17 J200-A25 CH00171 J200-D23 CH0017A 
1017 K18 J200-B26 CH00181 J200-C23 CH0018A 
1018 K19 J200-A21 CH00191 J200-E20 CH0019A 
1019 K20 J200-B21 CH00201 J200-B20 CH0020A 
1020 K21 J200-D22 CH00211 J200-A19 CH0021A 
1021 K22 J200-E21 CH00221 J200-D20 CH0022A 
1022 K23 J200-E22 CH00231 J200-C19 CH0023A 
1023 K24 J200-C22 CH00241 J200-B 19 CH0024A 
1024 K25 J200-C18 CH00251 J200-C14 CH0025A 
1025 K26 J200-D18 CH00261 J200-D14 CH0026A 
1026 K27 J200-A18 CH00271 J200-E14 CH0027A 
1027 K28 J200-B 18 CH00281 J200-B 13 CH0028A 
1028 K29 J200-E19 CH00291 J200-A13 CH0029A 
1029 K30 J200-D19 CH00301 J200-C13 CH0030A 
1030 K31 J200-E12 CH00311 J200-A10 CH0031A 
1031 K32 J200-B11 CH00321 J200-B10 C110032A 
1032 K33 J200-C12 CH00331 J200-C10 CH0033A 

 

Table 3-2. Channel to Connector Pin-Out Mapping for SPST Relays (Continued) 
Channel Relay Connector In Schematic 

Channel 
Connector Out Schematic 

Channel 
1033 K34 J200-D12 CH00341 J200-D10 CH0034A 
1034 K35 J200-A12 CH00351 J200-E10 CH0035A 
1035 K36 J200-B 12 CH00361 J200-E09 CH0036A 
1036 K37 J200-A09 CH00371 J200-A08 CH0037A 
1037 K38 J200-B08 CH00381 J200-B07 CH0038A 
1038 K39 J200-C09 CH00391 J200-E07 CH0039A 
1039 K40 J200-D08 CH00401 J200-D06 CH0040A 
1040 K41 J200-D09 CH00411 J200-A07 CH0041A 
1041 K42 J200-B09 CH00421 3200-B06 CH0042A 
1042 K43 J200-D05 CH00431 J200-004 CH0043A 
1043 K44 J200-E04 CH00441 J200-003 CH0044A 
1044 K45 J200-A06 CH00451 J200-A04 CH0045A 
1045 K46 J200-B05 CH00461 J200-B03 CH0046A 
1046 K47 3200-C06 CH00471 3200-E03 CH0047A 
1047 K48 J200-C05 CH00481 J200-D01 CH0048A 
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Table 3-3. Channel to Connector Pin-Out Mapping for 1x2 MUX Relays 
Channel Relay Connector In Schematic 

Channel 
Connector Out Schematic 

Channel 
2000 K49 J202-15 (S) CH0049I J202-25 (CC) CH0049A 
2001 K50 J202-2 1(Y) CH0049B 
2100 K51 J202-32 (LL) CH0050I J202-33 (MM) CH0050A 
2101 K52 J202-29 (HH) CH0050B 
2200 K53 J202-28 (FF) CH0051I J202-14 (R) CH0051A 
2201 K54 J202-10 (L) CH0051B 
2300 KS5 J202-6 (F) CH0052I J202-24 (BB) CH0052A 
2301 KS6 J202-34 (NN) CH0052B 
2400 KS7 J202-30 (JJ) CH0053I J202-2 (B)  CH0053A 
2401 KS8 J202-27 (EE) CH0053B 
2500 K59 J202-3 1 (KK) CH0054I J202-19 (W) CH0054A 
2501 K60 3202-23 (AA) CH0054B 

Table 3-4. Channel to Connector Pin-Out Mapping for 1x4 MUX Relays 

 

 

 
3000 K61   3202-18 (V) CH0055A 
3001 K62  J202-5 (E) CH0055I 3202-16 (T) CH0055B 
3002 K63   3202-7 (H) CH005SC 
3003 K64   J202-4 (D) CH0055D 
3100 K65   J202-22 (Z) CH0056A 
3101 K66  3202-9 (K) CH0056I 3202-20 (X) CH0056B 
3102 K67   J202- 11(M) CH0056C 
3103 K68   J202-8 (3) CH0056D 
3200 K69   3202-26 (DD) CH00S7A 
3201 K70  3202-1(A) CH00571 3202-13 (P) CH0057B 
3202 K71   3202-3 (C) CH0057C 
3203 K72   J202- 12 (N) CH00S7D 
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Table 3-5. Channel to Connector Pin-Out Mapping for Matrix Relays 
4000 K81   J200-D27 CH0068A 
4001 K82   J200-E28 CH0068B 
4002 K83   J200-E32 CH0068C 
4003 K84   J200-E3 1 CH0068D 
4004 K85 J200-D30 CH00681 J200-D32 CH0068E 
4005 K86   J200-D3 1 CH0068F 
4006 K87   J200-B27 CH0068G 
4007 K88   J200-A27 CH0068H 
4010 K89   J200-D27 CH0068A 
4011 K90   J200-E28 CH0068B 
4012 K91   J200-E32 CH0068C 
4013 K92   J200-E3 1 CH0068D 
4014 K93 J200-E30 CH01681 J200-D32 CH0068E 
4015 K94   J200-D3 1 CH0068F 
4016 K95   J200-B27 CH0068G 
4017 K96   J200-A27 CH0068H 
4100 K97   J200-C2 1 CH0069A 
4101 K98   J200-A20 CH0069B 
4102 K99   J200-A23 CH0069C 
4103 K100 J200-A22 CH00691 J200-B24 CH0069D 
4104 K101   J200-E24 CH0069E 
4105 K102   J200-B25 CH0069F 
4106 K103   J200-D2 1 CHOO69G 
4107 K104   J200-C20 CH0069H 
4110 K105   J200-C21 CH0069A 
41~11 K106   J200-A20 CH0069B 
4112 K107   J200-A23 CH0069C 
4113 K108   J200-B24 CH0069D 
4114 K109  J200-B22 CH01691 J200-E24 CH0069E 
4115 K110   J200-B25 CH0069F 
4116 K111   J200-D2 1 CH0069G 
4117 K112   J200-C20 CH0069H 
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Table 3-5. Channel to Connector Pin-Out Mapping for Matrix Relays (Continued) 
4200 K113   J200-C 11 CH0070A 
4201 K114   J200-A 11 CH070B 
4202 K115   J200-A 14 CH0070C 
4203 K116   J200-B 14 CH0070D 
4204 K117  J200-D13 CH0070I J200-E 18 CH0070E 
4205 K118   J200-E 17 CH0070F 
4206 K119   J200-E 11 CH0070G 
4207 K120   J200-D 12 CH0070H 
4210 K121   J200-C 11 CH0070A 
4211 K122   J200-A 11 CH0070B 
4212 K123   J200-A 14 CH0070C 
4213 K124   J200-B 14 CH0070D 
4214 K125  J200-E13 CH0170I J200-E 18 CH0070E 
4215 K126   J200-E 17 CH0070F 
4216 K127   J200-E 11 CH0070G 
4217 K128   J200-D 11 CH0070H 
4300 K129   J200-B04 CH0071A 
4301 K130   J200-A0S CH0071B 
4302 K131   J200-C08 CH0071C 
4303 K132   J200-C07 CH0071D 
4304 K133 J200-E06 J200-E06 J200-E08 CH0071E 
4305 K134   J200-D07 CH0071F 
4306 K135   J200-D03 CH0071G 
4307 K136   J200-D04 CH0071H 
4310 K137   J200-B04 CH0071A 
4311 K138   J200-A05 CH0071B 
4312 K139   J200-C08 CH0071C 
4313 K140   J200-C07 CH0071D 
4314 K141 J200-E05  CH0171I J200-E08 CH0071E 
4315 K142   J200-D07 CH0071F 
4316 K143   J200-D03 CH00710 
4317 K144   J200-D04 CH0071H 
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Table 3-5. Channel to Connector Pin-Out Mapping for Matrix Relays (Continued) 
4400 K145   J200-C02 CH0072A 
4401 K146   J200-E02 CH0072B 
4402 K147   3200-E01 CH0072C 
4403 K148   J200-B01 CH0072D 
4404 K149 J200-A01 CH00721 J200-A03 CH0072E 
4405 K150   J200-C01 CH0072F 
4406 K151   J200-B02 CH0072G 
4407 K152   J200-A02 CH0072H 
4410 K153   J200-C02 CH0072A 
4411 K154   J200-E02 CH0072B 
4412 K155   J200-E01 CH0072C 
4413 K156   J200-B01 CH0072D 
4414 K157  J200-D02  CH01721 J200-A03 CH0072E 
4415 K158   J200-C01 CH0072F 
4416 K159   J200-B02 CH0072G 
4417 K160   J200-A02 CH0072H 

 

 

 

 

Table 3-6, Grounds 
Grounds: J200 A15,A16,A17,B15,B16,B17,C15,C16,C17 

D15,D16,D17,E15,E16 
 J201-19(W)  
 J202-17(U)   
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DRAWINGS 

407505 Final Assembly, 1260-39 .................................................................................. 4-3 

405116 PCB Assembly, 1260-39 .................................................................................. 4-4 

435116 Schematic, 1260-39 ......................................................................................... 4-6 

 

Front Panel Connector Accessories 

407407 160-Pin Connector Kit with backshell and pins ............................................... 4-31 

407408 160-Pin Cable Assy, 6ft., 24GA ...................................................................... 4-32 

407409 160-Pin Cable Assy, 12ft., 24GA .................................................................... 4-33 

 

 

Note:  The drawings in this section can be used for illustrative and reference purposes but 
may not be the most current revisions.  If the latest versions are important to you, 
please contact our Customer Service Department for assistance. 
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Chapter 5 
PARTS LIST 

407505 Final Assembly, 1260-39 .................................................................................. 5-3 

407504 Shipping Kit, 1260-39 ....................................................................................... 5-3 

405116 PCB Assembly, 1260-39 .................................................................................. 5-4 

 

Front Panel Connector Accessories 

407407 160-Pin Connector Kit with backshell and pins ................................................. 5-7 

407408 160-Pin Cable Assy, 6ft., 24GA ........................................................................ 5-8 

407409 160-Pin Cable Assy, 12ft., 24GA ...................................................................... 5-8 

 

 List of Suppliers ............................................................................................... 5-9 

 

 

Note:  The parts lists in this section can be used for illustrative and reference purposes but 
may not be the most current revisions.  If the latest versions are important to you, 
please contact our Customer Service Department for assistance. 
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